Abstract-We use an accurate nonlinear equivalent circuit model to analyze CMUT arrays with multiple cells, where every cell in the array is coupled to other cells at their acoustic terminals through a mutual radiation impedance matrix. We get results comparable to finite element analysis accuracy. Hence, the analysis of a large array becomes a circuit theory problem and can be scrutinized with circuit simulators. We study the mutual acoustic interactions that arise through the immersion medium due to the influence of the generated pressure field by each cell on the others. We compare the performance of different 1D cMUT arrays, where each element is half-wavelength wide and 10 and 20 wavelengths long at the resonance frequency of a single cell.
I. INTRODUCTION
Capacitive micromachined ultrasonic transducers (CMUTs) are usually made up of large arrays of closely packed cells, expecting to radiate powerful, broadband and beam-formed acoustic signals. Surface micromachining technology enables batch fabrication of large CMUT arrays, which resolves cost issues and many physical limitations. Depending on the precision of the process, designers might consider a great number of different array configurations. However, the lack of appropriate design tools prevents an optimization of array performance. Finite element method (FEM) predictions are accurate for small arrays. But, in arrays with large number of elements FEM is computationally very cumbersome and often practically impossible. This necessitates some simplifying assumptions to be made on large models, which produce misleading results. FEM can only be used to test a specific design with a limited number of cells.
By using the proposed model, the linear frequency and nonlinear transient responses of arrays consisting of hundreds of CMUT cells can be achieved in a matter of few minutes. We perform several FEM simulations for small arrays and show that the results are very consistent with the ones obtained by the equivalent model.
II. EQUIVALENT CIRCUIT FOR CMUT ARRAYS
A typical cell layout of an hexagonal CMUT array element is shown in Fig. 1 , where a is the radius of the membranes and d ij is the center-to-center separation between the cells. It is possible to describe the acoustic force on each particular
An hexagonal array of cMUT cells, where the center-to-center displacement between the i th and j th cell is indicated.
cell by the following matrix relationship:
where F i and v i represent the force and the velocity of each cell, respectively. The square matrix, Z, in Eq. 1, is a complex symmetric impedance matrix. Its diagonal terms are the self radiation impedances, and the off-diagonal terms are the mutual radiation impedances between corresponding two cells.
Once the impedance matrix, Z, is known, an equivalent circuit model for a CMUT array can be constructed. To do this, we use the single CMUT cell equivalent circuit model [1] , given in Fig. 2(a) , as the building block of the array and couple them through Z matrix as depicted in Fig. 2(b) .
III. MUTUAL RADIATION IMPEDANCE BETWEEN CMUT CELLS
Analytical expressions for the self and mutual radiation impedances of identical circular clamped edge radiators located on an infinite rigid plane baffle are given by Porter [2] . In his derivations, the reference lumped velocity variable was chosen as the average velocity over the surface of the radiator. For consistency, this variable and the choice of the through variable in the equivalent circuit, v, in Fig. 2(a) , must be the same. Nonetheless, any difference can be resolved with a proper scaling factor, as described in [1] . 
The mutual radiation impedance, Z ij , has a nontrivial expression that is dependent on both ka and kd ij , where k is the wavenumber. It is a slowly decaying function of kd ij , hence ignoring the effects of the distant cells in an array may not be a reasonable assumption. For practical arrays, Z can readily become a very large matrix and aggravate the performance of circuit simulators. An approximation can be done intuitively, by fitting the following expression to the exact value of Z ij :
where A(ka) is a complex function, which is given in the Appendix.
IV. ACOUSTIC INTERACTIONS IN CLOSELY PACKED CMUT ARRAYS
The single CMUT cell, with the dimensions and material properties given in Table I , resonates at about 3.5 MHz in water, when it is located on an infinite, rigid, plane baffle. In this section, we investigate the effects of mutual interactions when only two, three and four of these cells are closely packed with the numbering given in Fig. 4 . The cells are DC biased at 70 percent of their collapse voltage, V c = 97V , and they are electrically driven in parallel with 1 V peak AC voltage. It is interesting to analyze the cell dynamics for the cell configuration in Fig. 4 , because it is the elementary subcomponent of closed packed array elements. In Fig. 3(a) , the electrical conductance of the element when only the first two, the first three and all four of the cells are present and driven in parallel. The results are compared with the conductance of the single cell. As the number of cells in the element increase, there is an unproportionate increase in the conductance, which suggests that the radiated power does not increase proportionately, as it would be if the mutual effects were absent.
For the 4-cell case, the results indicate the presence of a spurious resonance. Fig. 3(b) and Fig. 3(c) shows the magnitude and phase of the peak displacement of the cells in the same row. It can be observed that the displacements of these cells differ from each other throughout the frequency band. Notice that the results of the equivalent circuit model and FEM match very well. However, the FEM results are obtained in several hours, while it takes just a few seconds to predict the similar results with the equivalent circuit model.
V. CMUT ARRAY ELEMENTS
In general, a CMUT array element may involve 2 to 8 side by side cells that adds up to λ/2 or more in the width and can be L = 10λ -20λ long, at the center frequency. This means that each array element may contain hundreds of cells, which makes it difficult to simulate the whole array performance. FEM is a widely used and a capable tool, but it is impractical to build and analyze such a large scale model. It is possible to reduce the size of FEM models, when 1-D cMUT array elements are assumed to be infinitely long [3] - [5] . In these reduced models, only the smallest periodic portion of the element is modelled and the solution obtained for this portion is extended to the entire element. However, this approach is very questionable, because the array elements are not infinitely long and the mutual coupling effect does not decay rapidly [6] . A typical 1-D CMUT array element is shown in Fig. 5 . We analyzed this element when its length, L, is 10λ and 20λ at 3.5 MHz in water. The width of the element is λ/2 with two side by side cells and the edge to edge separation between each pair of cells is a/10. The reduced FEM model is also depicted in the figure. Only the dashed cell regions are modelled using periodic boundary conditions. We compared the FEM model results with the equivalent circuit simulations, where we modelled each cell separately and coupled them through Cell #1 FEM model predicts that cells #1 and #4 exhibit the same behavior as do cells #2 and #3. Fig. 6 shows the magnitude of the peak displacements of cells #1 and #2. Both the FEM and the equivalent circuit predict a difference in the response of these two cells. In addition, the circuit model detects many spurious modes, which is due to the finite size of the elements. It is also important to note that the displacements obtained by the circuit model are different for each cell, whereas it is assumed to be periodic in the reduced FEM model. Fig. 7 demonstrates the displacements of the cells for the 10λ long element at 3.26 MHz in water. It can be observed that both the magnitude and the phase of the cells are significantly different. This behavior is an indication of a spurious mode excited around this frequency.
A. Frequency Response under linear conditions
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B. Transient Response
The transient response of the 10λ long element is analyzed by using the equivalent circuit model. A voltage pulse of 88V and 0.1μs long with an initial value of 68V is applied to the element. The rise and fall times of the pulse are 0.01μs. Fig. 8(a) illustrates the time domain pressure pulse generated at 1 mm away from the center of the element. The frequency spectrum of the pressure pulse is given in Fig. 8(b) . At nearly 0.85μs after the pressure pulse begins, the ringing in the signal is about 20dB below the peak value. Note that the period of the ringing corresponds to 3.9 MHz, which is the frequency of the spurious resonance seen in the spectrum of the signal. 
